1. Introduction {#sec1}
===============

Conventional right ventricle (RV) pacing can cause electrical and mechanical dyssynchrony, resulting in pacing-induced cardiomyopathy, atrial fibrillation, heart failure hospitalizations, and even mortality \[[@bib1], [@bib2], [@bib3]\]. Permanent His-bundle pacing (HBP) was first performed by Deshmukh et al. but did not gain popularity in the electrophysiology community until recently \[[@bib4],[@bib5]\]. HBP offers an alternative mode of pacing that mimics native conduction via the His-Purkinje system. Challenges related to implanting HBP devices include the implantation learning curve, lack of robust HBP implantation tools, and absence of HBP specific device algorithms. In addition, there is a potential for increase in procedure duration, fluoroscopy duration, and an increase in threshold leading to shorter battery longevity. Despite these challenges, more recent data suggest an improved success rate of \>90% with experience \[[@bib6]\]. Implanting physicians and those who perform the device checks must invest in additional education in order to accurately program these devices, identify changes in morphology and perform troubleshooting to help achieve the best results for the patient. This in turn can help improve patient outcomes \[[@bib6]\].

2. Anatomy {#sec2}
==========

Based on the autopsy paper by Kawashima et al. \[[@bib7]\], the anatomical course of the His-bundle (HB) was categorized into three types: I, II, and III, each of which presents unique morphology transitions. These anatomical variations are important to remember to help better understand the paced morphology at the HB.•Type I is the most common HB anatomy and occurs in about 47% of people. With Type I the HB runs along the lower border of the membranous part of the interventricular septum and is covered with a thin layer of myocardial fibers. Because the HB is covered with a thin layer of myocardial fibers, patients with Type I anatomy present with nonselective His bundle pacing (NS-HBP) at higher outputs due to capture of local ventricular myocardium in addition to the HB. At lower outputs, the morphology transitions to selective His bundle pacing (S-HBP) due to loss of the local ventricular myocardial capture and capture of the HB only.•Type II HB anatomy was found in about 32% of people. In this variation, the HB runs within the interventricular muscle, which can be challenging to recruit at implant. However, once the lead is successfully placed, there is NS-HBP at a higher output with transition to RV pacing only at low outputs. Patients with Type II HB anatomy will never have S-HBP, regardless of placement of the lead or the experience of the implanting physician.•Type III HB anatomy was noted in 21% of people. The anatomy of Type III His is known as the naked AV bundle because there are no surrounding myocardial fibers, which results in S-HBP at all outputs until loss of capture.

3. Terminology {#sec3}
==============

3.1. Non-selective HBP (NS-HBP) vs Selective HBP (S-HBP) {#sec3.1}
--------------------------------------------------------

The paced morphology with a lead in the HB location can be non-selective His bundle capture (NS-HBP), selective His bundle capture (S-HBP) or RV septal capture alone. NS-HBP is capture of the surrounding ventricular myocardium and capture of the HB and is identified by presence of a pseudo delta wave, or "slur," leading into a narrow QRS complex ([Fig. 1](#fig1){ref-type="fig"}). S-HBP is capture of the HB only and is identified by an isoelectric, or "flat straight line," preceding the QRS complex ([Fig. 2](#fig2){ref-type="fig"}). These definitions are further described in a recent consensus document published for the standardization of nomenclature \[[@bib8]\]. A study comparing patients with NS-HBP vs patients with S-HBP found no difference in clinical outcomes of death or heart failure hospitalization \[[@bib9]\].Fig. 1Nonselective His bundle pacing (NS-HBP) is capture of ventricular myocardium and capture of the HB. NS-HBP is identified by presence of a pseudo delta wave, or "slur," leading into a narrow QRS complex.Fig. 1Fig. 2Selective His bundle pacing (S-HBP) is capture of the HB only. S-HBP is identified by an isoelectric, or "flat straight line," preceding the QRS complex.Fig. 2

3.2. Bundle branch block recruitment/narrowing {#sec3.2}
----------------------------------------------

HBP can recruit a bundle branch block (BBB) pattern by implanting the lead distal to the site of intra-hisian disease in 80--90% cases \[[@bib10], [@bib11], [@bib12]\]. It is important to identify the HB capture threshold where the BBB recruitment is lost. The output should be programmed at least 1 V above loss of recruitment of the BBB.

Understanding NS-HBP and S-HBP as well as recruitment of BBB and loss of recruitment of BBB is important. In [Fig. 3](#fig3){ref-type="fig"}, the first highlighted area shows NS-HBP as evident by the pseudo delta wave, or "slur," leading into a narrow QRS complex as well as bundle branch recruitment. As we decrement on the pacing output, the second highlighted area in [Fig. 3](#fig3){ref-type="fig"} shows a transition in morphology to S-HBP identified by the isoelectric, or "flat straight line," preceding the QRS complex with loss of BBB recruitment. If the implanter is able to recruit the BBB during the implant, the person programming the device must program the output where there is BBB recruitment. Therefore, in this example, the output must be programmed where NS-HBP and BBB recruitment are noted. The programmer strip alone does not give enough information to identify BBB recruitment and loss of BBB recruitment. The 12-lead rhythm strip is necessary to clearly identifying these morphology changes.Fig. 3Identifying BBB recruitment. A transition from NS-HBP to S-HBP is noted on the programmer strip. However, the programmer strip does not show BBB recruitment and loss of BBB recruitment. A 12-lead rhythm strip is necessary to identify the loss of BBB recruitment. In this example BBB recruitment is lost when the output is decremented down and the morphology transitions to S-HBP.Fig. 3

4. Programming {#sec4}
==============

4.1. Lead output {#sec4.1}
----------------

This is the programming practice at our institution. At implant, all HB lead output is generally programmed at 5 V at 1 ms regardless of the threshold. The output remains at 5 V at 1 ms for the first three months. If at the three-month check: (1) the HB threshold fluctuations have remained \<1 V; (2) the patient is not dependent; and (3) the Hisian threshold or BBB recruitment threshold is less than 1 V at 1 ms, the threshold can be checked at 0.4 ms pulse width. In order to promote battery longevity, if the threshold is less than 1.5 V at 0.4 ms, the pulse width is decreased to 0.4 ms. If the patient has a narrow QRS, program the His lead output 1 V above HB capture threshold. If there is correction of BBB, program the His lead output 1 V above BBB correction. At minimum, the HB lead output should be programmed to 2 V at 0.4 ms. Capture management is unable to appropriately detect or differentiate an evoked response during HB capture. Therefore, capture management for the His lead is programmed to monitor only or off.

4.2. Device mode and AV delays {#sec4.2}
------------------------------

All His bundle devices should be programmed in a DDD(R) mode. When sinus node dysfunction is the reason for implant, the AV delays should be prolonged and rate response should be turned on. If AV block is the reason for implant, the AV delays should be shortened. On average, the paced AV delay is programmed approximately 130 ms and the sensed AV delay is approximately 100 ms. The AV delays for AV block are shortened to accommodate for the HV interval (usually 35--55 ms) and may vary from patient to patient based on measurements that are taken at implant. Additionally, caution should be exercised when programming devices with the HB lead in the atrial port. Programming a long AV delay (≥180 ms), AAI(R)≤\>DDD(R) mode or atrioventricular hysteresis should be avoided as they pose the risk of HBP on the T wave in case of intermittent loss of HB capture. DDD mode is preferred, as ventricular based timing modes such as DVI, DDI can pose the risk of pacing above the programmed limit when the HB lead is in the atrial port. A recent paper by Burri et al. summarizes these programming options in more detail \[[@bib13]\].

4.3. Value of 12-lead ECGs {#sec4.3}
--------------------------

At minimum, 12-leads are necessary at implant, post-op day \#1, the four-week device clinic check, the three-month post implant check, and as needed. If there is any doubt in morphology changes during future follow up, a 12-lead rhythm strip should be done \[[@bib8]\].

5. Sensing {#sec5}
==========

5.1. Unipolar vs bipolar {#sec5.1}
------------------------

Adequate R waves for a lead in the His bundle location are \>1 mV, unless the patient is dependent. Generally, R-waves in the HB region in the unipolar configuration often are larger, when compared to bipolar R-waves, while the local atrial signal is smaller. However, programming the His lead in a unipolar sensing configuration can lead to oversensing issues due to myopotentials and/or noise. In addition to smaller R-waves, local atrial EGM might be larger in the bipolar configuration which can lead to oversensing of the atrial EGM on the His lead. Therefore, it is important to assess sensing in both unipolar and bipolar configuration at time of implant before permanently accepting the implanted site for the lead.

[Fig. 4A](#fig4A){ref-type="fig"}, [Fig. 4B](#fig4B){ref-type="fig"} shows the R wave trend for a patient with a lead in the HB location, which has been stable for two years. The graph shows the R waves doubled starting at the "Last Session," which is an abnormal finding given the patient's historical lead stability. However, during a recent remote transmission it was noted that during the "Last session," which was at an outside hospital, the sensing polarity was changed from bipolar to unipolar. Since this programming change was made, the patient has experienced 3902 short V--V intervals and 163 non-sustained episodes, all resulting from the change in sensing polarity from bipolar to unipolar. [Fig. 4](#fig4B){ref-type="fig"}B depicts one of the non-sustained episodes. The unipolar EGM has constant noise being sensed, while the bipolar EGM shows appropriate sensing. Programming the His lead in a unipolar sensing configuration should always be avoided, especially if the patient is dependent. When performing sensing tests, although the R-wave may be larger in the unipolar configuration, it may not be the best strategy for a given patient.Fig. 4ABipolar vs unipolar sensing. Starting at the "last session" the R waves doubled on a stable chronic lead in the HB location. The R waves doubled due to a change from bipolar sensing to unipolar sensing.Fig. 4AFig. 4BAlthough the R waves are often larger in the unipolar sensing configuration, programming unipolar sensing is not advised due to myopotentials and/or noise that can be assessed. Here we have a VT-NS episode that demonstrates constant noise on the unipolar EGM and the noise is not seen on the bipolar EGM.Fig. 4B

5.2. Implantable pulse generator considerations {#sec5.2}
-----------------------------------------------

The implanting physician must be mindful of the programming limitation of certain devices. For example, on the Adapta device (Medtronic Inc., Minneapolis, MN) sensing can only be programmed as low as 1 mV. Because R-waves in the HB location can be as low as \>1 mV, the Adapta device might result in undersensing. By contrast, the Advisa and Azure (Medtronic Inc., Minneapolis, MN) devices allow programming the sensitivity to as low as 0.45 mV.

6. Impedances {#sec6}
=============

A lead in the HB location typically demonstrates a pacing impedance in the range of 400--600 Ω. A sudden decline in impedance may be an early indicator of poor contact of the His lead with the local myocardium. If a sudden drop in impedance is observed on a remote transmission, the patient should have a full device interrogation in person with a particular focus on the threshold and the threshold trend.

7. Capture thresholds {#sec7}
=====================

Prior to threshold testing the patient should be connected to a 12-lead ECG machine. A presenting rhythm strip is used to identify what the device is seeing and what the device is doing. As long as the patient is not dependent, obtain an underlying rhythm strip to identify if the patient has an underlying bundle branch block. On the programmer screen have the near-field and far-field EGMs visible. When running HBP threshold tests always start at 5 V at 1 ms in order to clearly identify the changes in morphology while decrementing the pacing output. In addition, the threshold test should be run in a VVI mode (or an AAI mode if the His lead is in the atrial port). We recommend avoiding running the threshold test in a DDD mode because an inappropriately programmed AV delay might result in pseudofusion, as shown in [Fig. 5](#fig5){ref-type="fig"}. While running the threshold test, run both the 12-lead rhythm strip continuously as well as the programmer strip with the near-field and far-field EGMs. Threshold tests should be done in both bipolar and unipolar pacing configurations.Fig. 5Demonstration of inappropriately programmed AV delays on POD \#1. By simply changing the mode from DDD to VVI, pseudofusion is avoided and the paced beats result in a more narrow QRS complex and partial recruitment of the BBB.Fig. 5

In a recent paper, we demonstrated the value of utilizing near-field and far-field EGMs to assess the transitions between NS-HBP, S-HBP and RV septal capture \[[@bib14]\]. An initial negative deflection with a short time-to-peak on the near-field EGM suggests local myocardial capture, NS-HBP. A positive deflection with a longer time-to-peak suggests HB capture, S-HBP.

To correctly identify the changes in morphology, we recommend using all available information: 12-lead rhythm strip, device near-field EGMs, and device far-field EGMs. The first highlighted area in [Fig. 6](#fig6){ref-type="fig"} on the 12-lead rhythm strip is NS-HBP because of the pseudo delta wave, or "slur," leading into a narrow QRS complex. The first highlighted area on the device strip near-field EGM shows an initial negative deflection which is indicative of NS-HBP. The second highlighted area on the 12-lead rhythm strip is S-HBP because of the isoelectric, or "flat straight line," preceding the QRS complex. On the device strip near-field EGM, the second highlighted area shows an initial positive deflection and time to peak is slightly longer which is indicative of S-HBP. The device EGMs show clear identification of changes in morphology. However, 12-lead rhythm strips are still necessary.Fig. 6HBP morphology transitions while decrementing the pacing output on a 12-lead rhythm strip and the device electrograms (EGMs). The first highlighted area on the 12-lead rhythm strip is NS-HBP; evident by the pseudo delta wave, or "slur," leading into a narrow QRS complex. The second highlighted area on the 12-lead rhythm strip is S-HBP; evident by the isoelectric, or "flat straight line," preceding the QRS complex. On the device electrogram, NS-HBP is noted in the first highlighted area--- a negative evoked response, a short stim-peak, and a wider far-field QRSd. The morphology transitions to S-HBP--- a positive evoked response, the stim-peak is longer, and the far-field QRSd is narrower.Fig. 6

Similarly, the near-field EGM in [Fig. 3](#fig3){ref-type="fig"} shows a transition from NS-HBP to S-HBP. However, without the 12-lead rhythm strip it is almost impossible to identify BBB recruitment and loss of BBB recruitment. Another example where the 12-lead rhythm strip is imperative, is when there is transition from NS-HBP to RV septal capture as shown in [Fig. 7](#fig7){ref-type="fig"}. If the 12-lead rhythm strip is not available, the transition to RV septal capture cannot be identified. As a result, the output may be programmed where there is RV septal capture and not NS-HBP.Fig. 7There is no change in morphology on the device EGMs. However, the 12-lead rhythm strip demonstrates a transition from NS-HBP to loss of HB capture, evident by the widening of the QRS. In order to identify the transition from NS-HBP to RV septal capture, a 12-lead rhythm strip is essential.Fig. 7

Assessing the 12-lead ECGs during implant can allow early identification of atrial capture by the His lead which can occur if the lead is placed too proximal. If only the device EGMs are used during implant this may be overlooked. Upon initial review of [Fig. 8](#fig8A){ref-type="fig"}A, it may appear there is nothing wrong with the lead location. However, if [Fig. 8](#fig8B){ref-type="fig"}B is assessed, the 12-lead shows capture of the atrium with the His lead resulting in 2:1 AV conduction. Atrial capture by the His lead must be identified at the time of implant since it is difficult to program around this during follow-up and the patient may require a lead revision.Fig. 8AImportance of 12-lead rhythm strips during follow-up. The device EGM appears to be appropriately capturing the HB during a VVI threshold test.Fig. 8AFig. 8BHowever, the 12-lead rhythm strip during the same threshold test displays capture of the atrium with the His lead, resulting in 2:1 AV conduction.Fig. 8B

[Table 1](#tbl1){ref-type="table"} summarizes some of these issues with HBP and the troubleshooting options in follow-up.Table 1Reproduced with permission from Lustgarten D, Sharma PS &, Vijayaraman P. Heart Rhythm 2019.Table 1HBP issuesConsequenceBest practices at implantTroubleshooting options**Sensing Issues**Atrial oversensingVentricular safety pacing,\
Inhibition of pacingAvoid implantation at a site with large atrial electrogramIf R-waves larger than P-wave, decrease the sensitivityVentricular undersensingR on T phenomenonCheck for PVC sensing during implantConsider switch to different sensing polarity.His Injury oversensingHigh V-rate episodes\
Inhibition of pacingMonitor for His Injury current and resolution of His injuryWait for injury to resolve and reassessHis potential oversensingHigh V-rate episodes\
Inhibition of pacingEnsure larger R-waves at implant relative to His potentialDecrease sensitivity**Capture issues**Atrial CapturePacemaker syndromeCheck for atrial capture:1.VVI pacing and VA conduction2.Decremental pacing with Stim to QRS WenckebachProgram DDD with short AV delays (ensure atrium refractory near His lead)Long programmed AV delaysPseudofusionMeasure intrinsic AV conduction time and adjust for HV intervalShorten Paced/sensed AV intervals if indication for implant was AV blockAutocapture OnSeptal RV only captureAvoid Autocapture OnTurn Autocapture off or monitor only**Unipolar programming Issues**Sensing: Myopotential oversensingInhibition of pacingAvoid programming this in dependent patientsIf bipolar R-waves are \> 1 mV, switch to bipolar sensingCapture: Pectoral stimulationPatient discomfortLook for pectoral stimulation at time of programmingSwitch to bipolar pacing configuration**Bipolar programming Issues**Sensing: Larger A and smaller V signalsAtrial oversensing, ventricular undersensingLook for amplitude of A signal on bipolar sensing-Switch to unipolar sensing-If patient has AV block, decrease sensitivity to avoid A sensingCapture: Higher capture thresholdBattery drainEnsure threshold at implant is similar in unipolar and bipolar configurationSwitch to unipolar pacing

8. Left bundle branch area pacing {#sec8}
=================================

As we have discussed, HBP is form of physiological pacing. With proper lead placement the implanter is able to mimic native conduction via the His-Purkinje system, prevent RV septal pacing, restore synchronization, and often times recruit an underlying BBB. However, HBP can result in higher thresholds, requires unique programming, and may present troubleshooting challenges. HBP is the primary strategy for conduction system pacing, but if the HB capture threshold is high or if the implanter is unable to obtain an adequate paced morphology, the implanter will often then attempt left bundle branch area pacing (LBBAP). In our experience, LBBAP results in a narrow paced QRS morphology (IRBBB pattern) with lower pacing thresholds and larger R waves. At implant, leads implanted at the LBB are programmed to 5 V @ 0.4 ms and this output is reduced to 2X safety margin (lowest output of 2.5 V @ 0.4 ms) at the 3-month follow-up. All LBBAP patients follow the same 12-lead rhythm strip frequency as our HBP patients for follow-up device checks. The 12-leads are vital in order to assess the changes in morphology and to identify a possible lead dislodgement resulting in RV septal capture alone or perforation into the LV cavity. As more LBBAP devices are implanted, we will continue to assess the threshold trends and the long-term stability of these leads and this might become a more promising strategy for conduction system pacing.

9. Conclusion {#sec9}
=============

Programming and troubleshooting for HBP devices can be challenging. However, with this education, implanting physicians and those who perform HBP device follow up will have the necessary tools to program and successfully troubleshoot HBP devices.
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